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Estimation of the thermocapillary 
force and its applications to precise 
droplet control on a microfluidic 
chip
By June Won1, Wooyoung Lee1 & Simon Song1,2

Droplet control through the use of light-induced thermocapillary effects has recently garnered 
attention due to its non-intrusive and multifunctional nature. An important issue in droplet control 
is the estimation of the thermocapillary force. The purpose of the present study is to estimate the 
thermocapillary force and propose empirical equations between the force and simply measurable 
key parameters such as droplet diameter and power of heat source. In addition, we aim to shift the 
droplet trajectory and develop an on-demand droplet routing system based on the estimation of 
the thermocapillary force. We illuminated a continuous phase with a 532 nm laser beam to minimize 
possible damage or property changes to target molecules contained within droplets. A mixture of 
light-absorbing material and oleic acid was used for the continuous phase fluid, while deionized water 
(DI water) was used for the dispersed phase fluid. We proposed empirical equations to estimate the 
thermocapillary force, which was then applied to precise droplet shifting and routing. We found that the 
shifting distance was linearly proportional to the thermocapillary force, and that an on-demand droplet 
routing system resulted in a success rate greater than 95%.

Droplet control is one of the most important techniques in the field of microfluidics. A bio-sample con-
tained within a droplet can be conveyed from one spot to another without contamination or can be rapidly 
mixed with reactants to perform a biochemical assay. Additionally, droplets containing various samples can 
be sorted or split via droplet control techniques. Due to these merits, many studies have been performed with 
regard to droplet control1. For instance, passive methods utilizing channel geometry2–4, magnetic forces5–7, 
electrowetting-on-dielectrics (EWOD)8–10, optical tweezers11–13, and Marangoni effects14–16 have been presented 
as means of droplet control.

Optical droplet control methods have garnered attention due to their nonintrusive nature. Furthermore, 
a multifunctional droplet control system can be readily developed because only the light patterns need to be 
changed to vary the function17–19. Optical droplet control methods are categorized as either photon momentum 
methods or interfacial gradient methods20. The former includes the use of radiation pressures21, 22 and optical 
tweezers11–13, while the latter utilizes the generation of wettability gradients23, 24 or interfacial tension gradients, 
i.e., light-driven Marangoni effects14, 15, 25.

Marangoni effects, which were first explained by Thomson26, occur when the interfacial tension along the 
interface between two media is different. As a result, a secondary flow is generated from a lower-interfacial ten-
sion area to a higher-interfacial tension area. Depending on the cause of the interfacial tension difference, these 
effects are categorized into thermocapillary effects utilizing a temperature gradient, solutalcapillary effects uti-
lizing a surfactant concentration difference, and chromocapillary effects utilizing photosensitive surfactants and 
UV light20, 27. Among these, thermocapillary effects can be subdivided into two types based on the sign of the 
interfacial tension (γ) change as a function of temperature (T): attractive thermocapillary effects (i.e., the droplet 
moves toward a higher- temperature region) when the interfacial tension decreases with increasing temperature 
(dγ/dT < 0) and repulsive thermocapillary effects (i.e., the droplet moving toward a lower- temperature region) 
in the opposite case (dγ/dT > 0). In general, for most fluids, attractive thermocapillary effects occur when the 
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molecular cohesion forces decrease with an increase in temperature. However, the interfacial tension of a mixture 
solution may increase with an increase in temperature due to the presence of neutral surfactants. This results in 
an increase in the molecular cohesion due to chemical characteristics28; consequently, repulsive thermocapillary 
effects are observed.

In 1959, Young et al. experimentally demonstrated thermocapillary effects for the first time29. The position of a 
bubble was fixed due to the force equilibrium between buoyancy and the thermocapillary force. In 2003, Garnier 
et al. demonstrated light-induced thermocapillary effects in an open channel30, in which a light-absorbing sub-
strate was placed on the bottom. When light illuminated the free surfaces in the channel, the liquid was attracted 
toward the light. In 2004, Rybalko et al. successfully controlled the position of an oil droplet floating on water 
by using attractive thermocapillary effects31. In 2016, Mutto et al. investigated the effects of oil droplet size and 
temperature difference around droplet on the deflection of droplet, and they also estimated the thermocapillary 
force as a function of the distance to the laser spot32. In contrast, Faris et al. found that a water droplet could be 
pushed away from a laser beam in an open channel33. By illuminating droplets with a laser beam, Baroud et al. 
applied repulsive thermocapillary effects toward various droplet control functions such as microfluidic valves, 
droplet fusion, division, and sorting34.

Most of these studies generated thermocapillary effects by directly heating the droplet25, 27, 31, 33–35. As a result, 
bio-samples within a droplet would be likely to be damaged due to direct heating. A method to minimize this 
damage is to heat the continuous phase instead of the droplets and push a droplet away from a light source via 
repulsive thermocapillary effects. Some studies have adapted this method; however, these have been limited to 
open channels14 or oil droplets32 instead of water droplets. Furthermore, there are few studies that have estimated 
the thermocapillary forces acting on a droplet32, 36–38. According to these studies, temperature distribution around 
a droplet is required for the force estimation. However, it is hard to measure the distribution especially for the case 
of using an opaque fluid in a closed channel. Thus, a relation between the force and simply measureable parame-
ters such as droplet diameter, laser power, etc. needs to be derived.

In this study, we investigate the relationships between thermocapillary force and key parameters such as power 
of the heat source and droplet diameter. The magnitude of thermocapillary force is estimated by assuming the 
formation of a quasi-equilibrium state during droplet control. Parameter studies are performed to examine the 
effects of power of the heat source and droplet diameter on thermocapillary force. Specifically, we propose an 
empirical equation for the thermocapillary force, power of the heat source, and droplet size. We also examine the 
relation between droplet shifting distance and thermocapillary force. Finally, the performance of the on-demand 
droplet routing system is examined.

Results and Discussion
Estimation of the thermocapillary force. We identified repulsive thermocapillary effects with a water 
droplet in an ink mixture prior to estimating the thermocapillary force. First, we found that the viscosity expo-
nentially decreased with increasing temperature (Figure S1a)39. Next, the interfacial tension (γ) between DI water 
and the ink mixture increased with an increase in temperature (T), as shown in Figure S1b, where dγ/dT was 
positive. The value of dγ/dT was 0.0328 mN∙m−1°C−1 for the mixture. This means that a repulsive thermocapillary 
flow occurs if there is local heating. As shown in Fig. 1, the trajectory of the droplet (95 μm in diameter) shifted 
away from the center of the laser beam. Therefore, it is obvious that repulsive thermocapillary effects occurred 
due to the temperature gradient generated by the laser beam. Interestingly, the droplet moved slightly toward 
the laser beam and was then pushed away downstream. This was because the continuous phase fluid was heated 
locally, causing its viscosity to decrease, which led to a streamline curvature toward the local temperature maxima 
(i.e., the laser beam center). It is well known that fluid velocity is inversely proportional to viscosity. Thus, a local 
viscosity decrease results in a local increase in fluid velocity, a subsequent pressure drop, and streamline curvature 
(Figure S2).

Figure 1. Trajectory shifting due to repulsive thermocapillary effects. The upper image was overlapped with 
11 successive images captured at 0.2 s intervals. The lower graph shows the corresponding droplet trajectories. 
The streamwise position was set to zero at the laser beam center, and the transverse position was set to zero 
at the centerline of the channel. The shifting distance was defined as the difference in transverse positioning 
of the droplet between downstream and upstream. In this graph, the shifting distance was about 31.3 μm. The 
streamwise velocity of the droplet was 1.16 mm/s, and the irradiated laser power was 70 mW.

http://S1a
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According to the Marangoni number, defined as the ratio of surface tension to viscous force40,

γ
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the key parameters affecting the thermocapillary force are droplet diameter (D), temperature difference (ΔT) 
across the droplet, and viscosity (μo) of the continuous phase fluid. The dγ/dT term was considered to be a con-
stant (Figure S1b). The thermal diffusivity (α) can also be considered as a constant because the measured value 
hardly changed, regardless of temperature variation. For example, the thermal diffusivity values were 0.098, 0.095, 
and 0.096 mm2/s at 25, 50, and 75 °C, respectively. Therefore, only three variables (D, ΔT, and μo) affect the ther-
mocapillary force. Thus, we selected droplet diameter and power of the heat source as key parameters because 
both ΔT and μo strongly depend on the power of the heat source, which is provided by the laser beam.

To estimate the thermocapillary forces exerted on the droplets, we assumed that there was a moment where 
a quasi-equilibrium state existed between the drag force and the thermocapillary force in the microchannel. 
Figure 2a displays the transverse velocity variation of droplets caused by the repulsive thermocapillary forces for 
a laser power of 70 mW. The velocity rapidly increased when passing by the center of the laser beam and gradually 
decreased afterward. Therefore, the quasi-equilibrium assumption was valid when the velocity reached its maxi-
mum. On the other hand, the drag force on a spherical droplet within a rectangular channel was calculated with 
Equation 2 41 because the droplet sizes (95 μm) in this experiment were smaller than the channel height (100 μm):
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where D is droplet diameter, μi is the viscosity of the dispersed phase fluid, and U is the transverse velocity of 
the droplet. We found that the term (1 + 2μo/3μi)/(1 + μo/μi) was almost independent of temperature for the 
given conditions (see Supplementary Information). Thus, measuring the maximum transverse velocity led to an 
estimation of the repulsive thermocapillary force (transverse component) according to the quasi-equilibrium 
assumption.

Figure 2b shows the effects of laser power on thermocapillary force. The laser power increased from 
70 to 110 mW, and the droplet diameter was varied from 60 to 95 μm, maintaining a droplet velocity of 

Figure 2. The thermocapillary force estimation and its empirical relations. (a) The transverse velocity of 
a droplet with a diameter of 60 μm and a streamwise velocity of 1.16 mm/s. The velocity was estimated via 
images successively captured at 30 fps. The transverse velocity reached its maximum at a point about 100 μm 
downstream from the laser beam center. The effects of (b) power of the heat source (linear fitting, R2 = 0.9606) 
and (c) droplet diameter (square fitting, R2 = 0.9993) on thermocapillary force. Each point was obtained by 
repeating the experiment 10 times. (d) The non-dimensional relationships of thermocapillary force (Π3) 
to power of the heat source (Π1) and droplet diameter (Π2). The dotted lines represent Equation (4) with 
coefficients A1 and A2 equal to 3.088 × 10−11 and 0.432, respectively. The R2 value is 0.957.
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1.13 ± 0.03 mm/s. The thermocapillary force increased linearly with an increase in laser power for the given drop-
let sizes; this is in good agreement with previous studies42. These results can be explained by the relationship 
between Ma and ΔT in Equation (1). The laser power absorbed into the thermal energy of the continuous phase 
contributed to an increase in ΔT. Also, the viscosity decreased with an increase in temperature (Figure S1a). 
Therefore, the thermocapillary effects were enhanced as the laser power increased.

Figure 2c shows the effect of droplet diameter on thermocapillary force. The droplet size was varied from 60 
to 100 μm, while the droplet velocity and laser power were fixed at 1.13 mm/s and 70 mW, respectively. Unlike 
the laser power, the force non-linearly increased as the droplet diameter increased. The curve was fit better with 
a square (R2 = 0.9993) curve than a linear line (R2 = 0.9942). The slopes of data in Fig. 2b also supported this 
argument. These values were 0.0088, 0.0144, and 0.0354 nN/mW for droplet sizes of 60, 75, and 95 μm, respec-
tively. If the effects of droplet size on the force were linear, the slope should be constant regardless of droplet size. 
Furthermore, the Marangoni number also implies that the effects are non-linear. Under the same conditions 
(excepting the droplet size), a large droplet (a) is subject to a higher temperature difference (ΔT) across the 
droplet. Thus, the Marangoni effect is simultaneously affected by both droplet size and temperature difference, 
even when only the droplet size is varied. This implies that a temperature gradient is constant around a droplet in 
a quasi-equilibrium state where it is located near the edge of laser beam as shown in Fig. 1. Note that Maria et al. 
also showed a dramatic but linear temperature decrease near the laser beam edge43.

The estimated thermocapillary forces are between 1 nN and 5 nN for a droplet that is 60 to 100 μm in diameter; 
these values are similar to those found in the literature. For example, Muto et al. showed that their maximum 
force was about 7.2 nN for a spherical droplet with a diameter of 77 μm32. Verneuil et al. reported that the force 
acting on a slug droplet, with a major radius of about 250 μm, was 100 nN27. Thus, we believe that using the 
quasi-equilibrium assumption provides reasonable results when estimating thermocapillary forces.

Empirical formulation for thermocapillary force. Based on our detailed parameter studies investi-
gating thermocapillary force, we propose empirical relationships between thermocapillary force and some key 
parameters. These have been non-dimensionalized by applying Buckingham’s Pi theorem41, as follows:
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∏1, ∏2, and ∏3 represent the dimensionless power of the heat source, droplet diameter, and thermocapillary force, 
respectively. The variables D, P, F, and V indicate droplet diameter, power of the heat source (laser beam power), 
thermocapillary force, and droplet velocity, respectively. We included velocity in the non-dimensionalization 
because it affects the temperature distribution via convective heat transfer. Interestingly, ∏2 has the form of a 
Peclet number. We already showed that the thermocapillary force is linearly proportional to power of the heat 
source and proportional to the square of droplet diameter. Therefore, their relationships can be represented with 
dimensionless variables, as follows:

Π Π Π= ⋅ ⋅ + AA (4)3 1 1 2
2

2

The coefficient A1 and A2 can be determined from the experimental results. Figure 2d shows that the empirical 
relations for thermocapillary force are in good agreement with the experimental results. This implies that our 
proposed relationship between thermocapillary force and droplet size and power of the heat source is reasonable.

The proposed empirical relation is compatible with the thermocapillary model suggested by Gallarie et al.42 
although heir model was developed for a pancake–shaped droplet in a Hele-Shaw cell. They proposed that the 
magnitude of the thermocapillary force can be expressed as follows:
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Here, “a” represents the aspect ratio between channel height and droplet diameter, which is a constant for a 
given droplet size. Also, the term µ

µ µ
γ
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 is a constant, enabling Equation (5a) to be rewritten as

= ∆TF A D (5b)3

Note that we argued that the temperature difference ΔT depends on droplet diameter and power of the heat 
source in the discussion of Fig. 2. Thus, Equation (5b) can be expressed as

= f D PF A D ( , ) (5c)3

where ΔT was replaced by a function of droplet diameter (D) and power of the heat source (P). Comparing 
Equation (5c) with a dimensional form of Equation (4), which is given as

= D PF A (6)4
2

we found that

∆ = =T A D Pf(D, P) (7)5

where A5 is a constant. Therefore, Equation (7) reveals that the temperature difference depends linearly on droplet 
size and power of the heat source. This linear relation supports the previous results reported in literature42, 43. The 
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essence of the equation (7) lies in that a temperature difference around a droplet can be readily estimated with a 
droplet size and a laser power. This is a useful strategy because directly measuring the local temperature distribu-
tion in a microchannel is difficult, especially for an opaque flow.

Droplet trajectory shifting. The thermocapillary force has been applied for droplet trajectory shifting, as 
shown in Fig. 3a. The experimental conditions were the same as those used in the scenario depicted in Fig. 2. The 
shifting distance varied up to 72 μm when a force of 4.7 nN was applied to a droplet with a diameter of 95 μm. In 
contrast, a droplet with a diameter of 60 μm was hardly shifted with a force of 1.4 nN. To the author’s knowledge, 
these are the first experimental data revealing the relation between shifting distance and thermocapillary force. In 
addition, we found that droplet shifting could be controlled with a precision of approximately 3.4 μm over a range 
of 0 to 72 μm by varying the power of the heat source (laser power) by 10 mW. Note that this resolution is very fine 
considering that the smallest droplet has a diameter of 60 μm. This shows that the present technique, which uses 
repulsive thermocapillary effects, is useful for precise droplet control.

The intercept of the fitting lines on the horizontal axis in Fig. 3a indicates the minimum thermocapillary 
force needed to shift a droplet at a given droplet velocity. For example, the minimum force is about 2.19 nN to 
shift a droplet with a diameter of 95 μm and 1.4 nN for a droplet with a diameter of 60 μm. Moreover, the slopes 
of the fitting lines indicate the shifting distance per unit force; these are slightly but meaningfully different for 
different droplet sizes. The slope varies from 42.10 to 29.24 μm/nN when the droplet size is changed from 60 to 
95 μm, implying that the shifting distance is also a non-linear function of droplet size. This can be attributed to 
the increased drag of the droplet and wall friction. It is more difficult to shift droplets with a larger drag. Also, the 
effects of wall friction hinder the movement of a droplet when its size approaches the size of the channel.

The above results strongly suggest that droplet shifting has the same relationships with droplet diameter and 
power of the heat source as does thermocapillary force. To verify this speculation, we attempted to collapse all of 
the data into a single line by applying Buckingham’s Pi theorem. The non-dimensional variable (∏4) for shifting 
distance (S) is calculated as

Π =
S
D (8)4

The non-dimensional relation between shifting distance and force is displayed in Fig. 3b. The data points are 
in good agreement with a linear fitting line, showing that the relation is linear as expected. The results of these 
non-dimensional analyses suggest that we can readily estimate the thermocapillary force with Equation (9) by 
measuring the shifting distance of a droplet, and vice versa.

Π Π= . − .0 5603( 1 29) (9)4 3

This equation implies that there is a minimum force to cause the droplet shifting. Our empirical model shows 
that the minimum non-dimensiona force is about 1.29.

On-demand droplet routing. An on-demand droplet routing system was developed via repulsive thermo-
capillary effects and on-and-off control of a laser beam on a microfluidic chip with three outlets. The on-and-off 
control was used to instantly maximize the temperature difference across a droplet, which consequently maxi-
mized the thermocapillary force. A droplet moving along the channel centerline was transported to the middle 
outlet when the laser beam was off because the three outlet channels were designed to have the same flow resist-
ance (Fig. 4a). However, when the laser beam was irradiated off the centerline for over 0.2 sec, the droplets were 
transported from the opposite outlet to the laser beam spot due to repulsive thermocapillary effects (Fig. 4b and c).

Figure 3. The relation between thermocapillary force and shifting distance. (a) The shifting distance is linearly 
proportional to thermocapillary force as the laser power is increased from 70 to 110 mW. The dotted lines 
represent a linear fit where the R2 value is nearly 1. (b) The non-dimensionalized thermocapillary force (Π3) and 
shifting distance (Π4) show a linear relation; all points appear on a single line with an R2 value of 0.9863. The 
slope of the dotted line is 0.5603, and the intercept of the horizontal axis occurs at 1.29.
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We investigated the routing conditions that resulted in an at least 95% success rate by varying the droplet 
diameter (60, 75, and 155 μm), velocity (1.08~5.19 mm/s), and laser power level (110~210 mW), as listed in 
Fig. 4d. First, for a fixed laser power of 200 mW, droplet routing with a success rate of 95.60% was observed when 
the droplet diameter and velocity were 60 μm and 1.11 mm/s, respectively. We found that the maximum droplet 
velocity for successful routing increased to 5.19 mm/s with an increase in droplet diameter to 155 μm; these con-
ditions exhibited a success rate of 98.86%. This was because the larger droplets were subject to a greater tempera-
ture difference across the droplet, resulting in stronger repulsive thermocapillary forces. Even if a higher droplet 
velocity leads to increased convective heat transfer, the effects of the increased droplet size appear to overwhelm 
the results of an increase in heat transfer, and the maximum droplet velocity for successful routing increases.

Next, for a fixed droplet size of 155 μm, the laser power required for successful routing was 110 and 200 mW 
for droplet velocities of 1.08 and 5.19 mm/s, respectively. This was caused by the higher velocities leading to 
stronger convective heat transfer and smaller temperature differences across the droplet. To maintain routing 
success rates above 95%, higher laser powers are necessary for higher velocities. In summary, the laser power 
required for successful routing decreased with a decrease in velocity and an increase in droplet size. Additionally, 
either a velocity below 1.11 mm/s or a laser power above 200 mW is needed to rout a droplet with a diameter 
smaller than 60 μm.

We expect that the present on-demand droplet routing system will be useful for cell screening assays44, 45. Also, 
we believe that the droplet control technique using thermocapillary effects will have versatile applications when 
the laser beam shape can be varied with a spatial light modulator or a Galvano scanner. Additionally, an algorithm 
for the automatic control of droplet movement should lead to a superior droplet control system. As a result, in 
addition to routing, droplet merging, splitting, and trapping would be possible.

Conclusions
We studied the thermocapillary force exerted on droplets on a microfluidic chip with a dark continuous phase 
as the light-absorbing material. We proposed empirical relationships between force and droplet size and power 
of the heat source, which are measurable in a simple experimental set-up, by applying non-dimensional analysis 
to experimental data. Also, the droplet control of trajectory shifting and routing were implemented based on the 
force analysis.

In detail, the assumption of a quasi-equilibrium state between the thermocapillary and drag forces on a drop-
let led to a reasonable estimation of force (~nN). We found that the thermocapillary force is linearly dependent on 
the power of the heat source and is proportional to the square of droplet size. The shifting distance is also linearly 
proportional to the thermocapillary force. In addition, we could control droplet shifting up to 72 μm with a preci-
sion of 3.4 μm. Based on these results, we successfully developed an on-demand droplet routing system where the 
success rate was greater than 95% for various droplet sizes (60~155 μm) and velocities (1.08~5.19 mm/s).

Materials and Methods
Indelible ink (Shachihata), used as a light-absorbing material, was mixed with oleic acid (1:4 wt. ratio), and the 
mixture solution was sonicated for 1 h. The interfacial tension variation between the mixture and DI water as a 
function of temperature was measured by a tensionmeter (Sigma 700, Attension) using the ring method. The 
thermal diffusivity of the ink mixtures was measured via the flash method (LFA 467 Hyper Flash, NETZSCH). 
The mixture viscosity was also measured by vibrating viscometer (SV-10, AND).

Figure 4. On-demand droplet routing results. Overlapping images of droplet movements (a) without laser 
beam irradiation, (b) with laser beam irradiation on the upper side, and (c) with laser beam irradiation on the 
lower side of the droplet trajectory. (d) Success rates and flow conditions of on-demand droplet routing.
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A microchannel was fabricated via standard lithography and polydimethylsiloxane (PDMS) molding tech-
niques46–48. This channel had three inlets and three outlets, and its height was maintained at 100 μm (Fig. 5a). 
The continuous phase fluid (a mixture of the ink and oleic acid) and the dispersed phase fluid (DI water) were 
introduced via syringe pumps (Pump 11 Plus, HARVARD APPARATUS) into inlet 2 and inlet 3, respectively. 
Droplets were generated at the flow focusing junction (Fig. 5b). The continuous phase fluid was additionally 
introduced into inlet 1 for two purposes: to control the droplet velocity and interval downstream of the second 
junction (Fig. 5c). The channel width was purposely expanded from 300 μm to 600 μm to secure sufficient space 
for a droplet to be shifted (Fig. 5d). Droplet trajectory shifting was performed in the main channel downstream 
of the expansion. Three outlets with a width of 200 μm were prepared to perform on-demand droplet routing 
(Fig. 5e). These outlet channels were designed to yield the same flow resistance.

Six different droplet diameters (60, 70, 75, 95, 100, and 155 μm) were used during the experiments. With the 
exception of the 155 μm droplets, all of the other droplet shapes were nearly spherical because they were smaller 
than the channel width and height. The 155 μm droplets were likely shaped like disks because they were larger 
than the channel height. The droplet speeds were controlled between the range of 1.08 and 5.19 mm/s by varying 
the flow rate to inlet 1. Detailed flow conditions are listed in the Supporting Information (Table S2). A 532 nm 
laser (LVI532CW2000FL-VA, Laserlab) was used as the heat source to generate thermocapillary effects (Fig. 5f). 
The laser power was varied between 70 and 220 mW, and its power was measured using a power meter (1815C, 
Newport). The full-width half-maximum of the laser beam was 164 μm at a power of 70 mW in the main channel. 
Droplet movements were monitored and recorded in real time using a CCD camera (SDC-415A, Samsung) with 
the aid of LabView software (National Instrument).

References
 1. Teh, S. Y., Lin, R., Hung, L. H. & Lee, A. P. Droplet microfluidics. Lab Chip 8, 198–220, doi:10.1039/b715524g (2008).
 2. Song, H., Tice, J. D. & Ismagilov, R. F. A microfluidic system for controlling reaction networks in time. Angew Chem Int Edit 42, 

768–772, doi:10.1002/anie.200390203 (2003).
 3. Tan, Y. C., Fisher, J. S., Lee, A. I., Cristini, V. & Lee, A. P. Design of microfluidic channel geometries for the control of droplet volume, 

chemical concentration, and sorting. Lab Chip 4, 292–298, doi:10.1039/b403280m (2004).
 4. Choi, C. H., Jeong, J. M., Kang, S. M., Lee, C. S. & Lee, J. Synthesis of monodispersed microspheres from laplace pressure induced 

droplets in micromolds. Adv Mater 24, 5078–5082, 5077, doi:10.1002/adma.201200843 (2012).
 5. Wang, Y., Zhao, Y. & Cho, S. K. Efficient in-droplet separation of magnetic particles for digital microfluidics. J Micromech Microeng 

17, 2148–2156, doi:10.1088/0960-1317/17/10/029 (2007).
 6. Kim, J., Won, J. & Song, S. Dual-mode on-demand droplet routing in multiple microchannels using a magnetic fluid as carrier phase. 

Biomicrofluidics 8, 054105, doi:10.1063/1.4894748 (2014).
 7. Wang, L. et al. Dynamic Magnetic Responsive Wall Array with Droplet Shedding-off Properties. Scientific reports 5, doi:10.1038/

srep11209 (2015).
 8. Cho, S. K., Moon, H. J. & Kim, C. J. Creating, transporting, cutting, and merging liquid droplets by electrowetting-based actuation 

for digital microfluidic circuits. J Microelectromech S 12, 70–80, doi:10.1109/JMEMS.2002.807467 (2003).
 9. Gong, J. & Kim, C. J. All-electronic droplet generation on-chip with real-time feedback control for EWOD digital microfluidics. Lab 

Chip 8, 898–906, doi:10.1039/b717417a (2008).
 10. Squires, T. M. Drops on soft surfaces learn the hard way. P Natl Acad Sci USA 110, 12505–12506, doi:10.1073/pnas.1310672110 

(2013).
 11. Kawata, S. & Sugiura, T. Movement of Micrometer-Sized Particles in the Evanescent Field of a Laser-Beam. Opt Lett 17, 772–774, 

doi:10.1364/OL.17.000772 (1992).
 12. Burnham, D. R. & McGloin, D. Holographic optical trapping of aerosol droplets. Opt Express 14, 4175–4181, doi:10.1364/

OE.14.004175 (2006).
 13. Nishimura, Y. et al. Active digestion of sperm mitochondrial DNA in single living sperm revealed by optical tweezers. P Natl Acad 

Sci USA 103, 1382–1387, doi:10.1073/pnas.0506911103 (2006).

Figure 5. Experimental setup of (a) the microfluidic chip schematic with three inlets and three outlets; (b) the 
dimensions for junction 1, which is used for droplet generation; (c) the dimensions for junction 2, which is used 
to control droplet velocity and intervals; (d) the dimensions for expansion; (e) the dimensions for junction 3, 
which is used for droplet routing experiments; and (f) the experimental setup for repulsive thermocapillary 
effects.

http://S2
http://dx.doi.org/10.1039/b715524g
http://dx.doi.org/10.1002/anie.200390203
http://dx.doi.org/10.1039/b403280m
http://dx.doi.org/10.1002/adma.201200843
http://dx.doi.org/10.1088/0960-1317/17/10/029
http://dx.doi.org/10.1063/1.4894748
http://dx.doi.org/10.1038/srep11209
http://dx.doi.org/10.1038/srep11209
http://dx.doi.org/10.1109/JMEMS.2002.807467
http://dx.doi.org/10.1039/b717417a
http://dx.doi.org/10.1073/pnas.1310672110
http://dx.doi.org/10.1364/OL.17.000772
http://dx.doi.org/10.1364/OE.14.004175
http://dx.doi.org/10.1364/OE.14.004175
http://dx.doi.org/10.1073/pnas.0506911103


www.nature.com/scientificreports/

8Scientific RepoRts | 7: 3062  | DOI:10.1038/s41598-017-03028-w

 14. Hu, W. & Ohta, A. T. Aqueous droplet manipulation by optically induced Marangoni circulation. Microfluidics and Nanofluidics 11, 
307–316, doi:10.1007/s10404-011-0797-2 (2011).

 15. Miniewicz, A., Bartkiewicz, S., Orlikowska, H. & Dradrach, K. Marangoni effect visualized in two-dimensions Optical tweezers for 
gas bubbles. Sci Rep 6, 34787, doi:10.1038/srep34787 (2016).

 16. Liu, W., Wang, C. Q., Dou, G. B., Tian, Y. H. & Yang, L. Laser-induced actuation of individual microsize liquid metal droplets on an 
open solid surface. Appl Phys Express 10 (2017).

 17. Park, S. Y., Kalim, S., Callahan, C., Teitell, M. A. & Chiou, E. P. A light-induced dielectrophoretic droplet manipulation platform. Lab 
Chip 9, 3228–3235, doi:10.1039/b909158k (2009).

 18. Park, S.-Y. & Chiou, P.-Y. Light-Driven Droplet Manipulation Technologies for Lab-on-a-Chip Applications. Advances in 
OptoElectronics 2011, 1–12, doi:10.1155/2011/909174 (2011).

 19. Valley, J. K., Pei, S. N., Jamshidi, A., Hsu, H. Y. & Wu, M. C. A unified platform for optoelectrowetting and optoelectronic tweezers. 
Lab Chip 11, 1292–1297, doi:10.1039/c0lc00568a (2011).

 20. Baigl, D. Photo-actuation of liquids for light-driven microfluidics: state of the art and perspectives. Lab Chip 12, 3637–3653, 
doi:10.1039/c2lc40596b (2012).

 21. Casner, A. & Delville, J. P. Adaptative lensing driven by the radiation pressure of a continuous-wave laser wave upon a near-critical 
liquid-liquid interface. Opt Lett 26, 1418–1420, doi:10.1364/OL.26.001418 (2001).

 22. Ashkin, A. & Dziedzic, J. M. Radiation Pressure on a Free Liquid Surface. Physical Review Letters 30, 139–142, doi:10.1103/
PhysRevLett.30.139 (1973).

 23. Chaudhury, M. K. & Whitesides, G. M. How to Make Water Run Uphill. Science 256, 1539–1541, doi:10.1126/science.256.5063.1539 
(1992).

 24. Ito, Y. et al. The movement of a water droplet on a gradient surface prepared by photodegradation. Langmuir 23, 1845–1850, 
doi:10.1021/la0624992 (2007).

 25. Baroud, C. N., Delville, J. P., Gallaire, F. & Wunenburger, R. Thermocapillary valve for droplet production and sorting. Phys Rev E 
75, 10.1103/PhysRevE.75.046302 (2007).

 26. Thomson, J. XLII. On certain curious motions observable at the surfaces of wine and other alcoholic liquors. The London, Edinburgh, 
and Dublin Philosophical Magazine and Journal of Science 10, 330–333 (1855).

 27. Verneuil, E., Cordero, M., Gallaire, F. & Baroud, C. N. Laser-induced force on a microfluidic drop: origin and magnitude. Langmuir 
25, 5127–5134, doi:10.1021/la8041605 (2009).

 28. Cazabat, A. M., Heslot, F., Troian, S. M. & Carles, P. Fingering Instability of Thin Spreading Films Driven by Temperature-Gradients. 
Nature 346, 824–826, doi:10.1038/346824a0 (1990).

 29. Young, N. O., Goldstein, J. S. & Block, M. J. The Motion of Bubbles in a Vertical Temperature Gradient. J Fluid Mech 6, 350–356, 
doi:10.1017/S0022112059000684 (1959).

 30. Garnier, N., Grigoriev, R. O. & Schatz, M. F. Optical Manipulation of Microscale Fluid Flow. Physical Review Letters 91, doi:10.1103/
PhysRevLett.91.054501 (2003).

 31. Rybalko, S., Magome, N. & Yoshikawa, K. Forward and backward laser-guided motion of an oil droplet. Phys Rev E 70, doi:10.1103/
PhysRevE.70.046301 (2004).

 32. Muto, M., Yamamoto, M. & Motosuke, M. A. Noncontact Picolitor Droplet Handling by Photothermal Control of Interfacial Flow. 
Anal Sci 32, 49–55, doi:10.2116/analsci.32.49 (2016).

 33. Kotz, K. T., Noble, K. A. & Faris, G. W. Optical microfluidics. Applied Physics Letters 85, 2658–2660, doi:10.1063/1.1797538 (2004).
 34. Baroud, C. N., de Saint Vincent, M. R. & Delville, J. P. An optical toolbox for total control of droplet microfluidics. Lab Chip 7, 

1029–1033, doi:10.1039/b702472j (2007).
 35. Cordero, M. L., Burnham, D. R., Baroud, C. N. & McGloin, D. Thermocapillary manipulation of droplets using holographic beam 

shaping: Microfluidic pin ball. Applied Physics Letters 93, 034107, doi:10.1063/1.2952374 (2008).
 36. Nadim, A., Borhan, A. & HajHariri, H. Tangential stress and marangoni effects at a fluid-fluid interface in a Hele-Shaw cell. J Colloid 

Interf Sci 181, 159–164, doi:10.1006/jcis.1996.0367 (1996).
 37. Boos, W. & Thess, A. Thermocapillary flow in a Hele-Shaw cell. J Fluid Mech 352, 305–330, doi:10.1017/S0022112097007477 (1997).
 38. Bush, J. W. M. The anomalous wake accompanying bubbles rising in a thin gap: a mechanically forced Marangoni flow. J Fluid Mech 

352, 283–303, doi:10.1017/S0022112097007350 (1997).
 39. Seeton, C. J. Viscosity-temperature correlation for liquids. Tribol Lett 22, 67–78, doi:10.1007/s11249-006-9071-2 (2006).
 40. Hadland, P. H., Balasubramaniam, R., Wozniak, G. & Subramanian, R. S. Thermocapillary migration of bubbles and drops at 

moderate to large Marangoni number and moderate Reynolds number in reduced gravity. Exp Fluids 26, 240–248, doi:10.1007/
s003480050285 (1999).

 41. White, F. M. & Corfield, I. Viscous fluid flow. Vol. 3 (McGraw-Hill New York, 2006).
 42. Gallaire, F., Meliga, P., Laure, P. & Baroud, C. N. Marangoni induced force on a drop in a Hele Shaw cell. Phys Fluids 26, doi:Artn 

06210510.1063/1.4878095 (2014).
 43. Cordero, M. L., Verneuil, E., Gallaire, F. & Baroud, C. N. Time-resolved temperature rise in a thin liquid film due to laser absorption. 

Phys Rev E 79, doi:ARTN01120110.1103/PhysRevE.79.011201 (2009).
 44. Clausell-Tormos, J. et al. Droplet-based microfluidic platforms for the encapsulation and screening of Mammalian cells and 

multicellular organisms. Chem Biol 15, 427–437, doi:10.1016/j.chembiol.2008.04.004 (2008).
 45. Jang, M., Yang, S. & Kim, P. Microdroplet-based cell culture models and their application. BioChip Journal 10, 310–317 (2016).
 46. Baek, S. & Song, S. A one-step photolithography method for fabrication of a staggered herringbone mixer using inclined UV 

lithography. J Micromech Microeng 21, 077001, doi:10.1088/0960-1317/21/7/077001 (2011).
 47. Kim, C. Droplet-based microfluidics for making uniform-sized cellular spheroids in alginate beads with the regulation of 

encapsulated cell number. BioChip Journal 9, 105–113 (2015).
 48. Julius, L. A. N., Jagannadh, V. K., Michael, I. J., Srinivasan, R. & Gorthi, S. S. Design and validation of on-chip planar mixer based on 

advection and viscoelastic effects. BioChip Journal 10, 16–24 (2016).

Acknowledgements
This research was supported by the Basic Science Research Program through the National Research Foundation of 
Korea (NRF), which is funded by the Ministry of Education, Science, and Technology (2013R1A2A2A01014234 
and 2012R1A6A1029029).

Author Contributions
J. Won and S. Song wrote the manuscript. The experimental work was carried out by J. Won and was helped by W. 
Lee. All authors reviewed the manuscript.

Additional Information
Supplementary information accompanies this paper at doi:10.1038/s41598-017-03028-w
Competing Interests: The authors declare that they have no competing interests.

http://dx.doi.org/10.1007/s10404-011-0797-2
http://dx.doi.org/10.1038/srep34787
http://dx.doi.org/10.1039/b909158k
http://dx.doi.org/10.1155/2011/909174
http://dx.doi.org/10.1039/c0lc00568a
http://dx.doi.org/10.1039/c2lc40596b
http://dx.doi.org/10.1364/OL.26.001418
http://dx.doi.org/10.1103/PhysRevLett.30.139
http://dx.doi.org/10.1103/PhysRevLett.30.139
http://dx.doi.org/10.1126/science.256.5063.1539
http://dx.doi.org/10.1021/la0624992
http://dx.doi.org/10.1103/PhysRevE.75.046302
http://dx.doi.org/10.1021/la8041605
http://dx.doi.org/10.1038/346824a0
http://dx.doi.org/10.1017/S0022112059000684
http://dx.doi.org/10.1103/PhysRevLett.91.054501
http://dx.doi.org/10.1103/PhysRevLett.91.054501
http://dx.doi.org/10.1103/PhysRevE.70.046301
http://dx.doi.org/10.1103/PhysRevE.70.046301
http://dx.doi.org/10.2116/analsci.32.49
http://dx.doi.org/10.1063/1.1797538
http://dx.doi.org/10.1039/b702472j
http://dx.doi.org/10.1063/1.2952374
http://dx.doi.org/10.1006/jcis.1996.0367
http://dx.doi.org/10.1017/S0022112097007477
http://dx.doi.org/10.1017/S0022112097007350
http://dx.doi.org/10.1007/s11249-006-9071-2
http://dx.doi.org/10.1007/s003480050285
http://dx.doi.org/10.1007/s003480050285
http://dx.doi.org/10.1016/j.chembiol.2008.04.004
http://dx.doi.org/10.1088/0960-1317/21/7/077001
http://dx.doi.org/10.1038/s41598-017-03028-w


www.nature.com/scientificreports/

9Scientific RepoRts | 7: 3062  | DOI:10.1038/s41598-017-03028-w

Publisher's note: Springer Nature remains neutral with regard to jurisdictional claims in published maps and 
institutional affiliations.

Open Access This article is licensed under a Creative Commons Attribution 4.0 International 
License, which permits use, sharing, adaptation, distribution and reproduction in any medium or 

format, as long as you give appropriate credit to the original author(s) and the source, provide a link to the Cre-
ative Commons license, and indicate if changes were made. The images or other third party material in this 
article are included in the article’s Creative Commons license, unless indicated otherwise in a credit line to the 
material. If material is not included in the article’s Creative Commons license and your intended use is not per-
mitted by statutory regulation or exceeds the permitted use, you will need to obtain permission directly from the 
copyright holder. To view a copy of this license, visit http://creativecommons.org/licenses/by/4.0/.
 
© The Author(s) 2017

http://creativecommons.org/licenses/by/4.0/

	Estimation of the thermocapillary force and its applications to precise droplet control on a microfluidic chip
	Results and Discussion
	Estimation of the thermocapillary force. 
	Empirical formulation for thermocapillary force. 
	Droplet trajectory shifting. 
	On-demand droplet routing. 

	Conclusions
	Materials and Methods
	Acknowledgements
	Figure 1 Trajectory shifting due to repulsive thermocapillary effects.
	Figure 2 The thermocapillary force estimation and its empirical relations.
	Figure 3 The relation between thermocapillary force and shifting distance.
	Figure 4 On-demand droplet routing results.
	Figure 5 Experimental setup of (a) the microfluidic chip schematic with three inlets and three outlets (b) the dimensions for junction 1, which is used for droplet generation (c) the dimensions for junction 2, which is used to control droplet velocity and




